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*■ ^ HE apparatus described in this pamphlet will be found 
in and is a part of the exhibit of The National 
Bureau of Standards, in the Electricity Building. 

The National Bureau of Standards is making an extensive 
working exhibit, which to a considerable extent duplicates their 
equipment at Washington, and it will maintain a large working 
staff at St. Louis. 

By arrangement with the authorities of the Exposition, it 
is to act in an official capacity in calibrating and standard- 
izing instruments for the Jury of Awards and in making tests 
for them. 

In order to have the necessary apparatus to make this 
working exhibit without either depleting its equipment at 
Washington or extensively purchasing apparatus to duplicate it, 
the Director of The National Bureau asked us (among other 
manufacturers) to loan them apparatus to supplement that 
which they took from Washington. We gladly availed our- 
selves of this opportunity to have our apparatus at the 
Louisiana Purchase Exposition. 

The exhibit of The National Bureau of Standards is in 
the Electricity Building, Space 29, and you are cordially 
invited to inspect our apparatus there. 



Made by George H Buchanan and 
Company at the Sign of the Ivy 
Leaf in Sansom Street Philadelphia 
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Resistance Boxes and Wheatstone Bridges 

For a very complete description of our Resistance Boxes and 
a general discussion of the best arrangement and general design of 
Resistance Boxes, Wheatstone Bridges, etc., see our pamphlet No. i, 
which devotes 36 pages to the subject. 




4400. Decade Set and Wheatstone Bridge $275 00 

in this >et we have combined the many iniprovenieiits which ue have 
recently made in tliis class of apparatus and we are conlident that no 
liigh grade .set on the market to-day offers so many advantages at >n h.w 
a ligure. 

The Rheostat consists of five decades, one each containing coils of 
1000, 100. ro. I and .1 ohm. An extra .1 ohm coil gives a total range of 
10.000 olims which can be varied by steps of .i ohm. Our improved 
decade arrangement is used which has all the advantages of the old 
arrangements but uses only four coils to the decade and has the addi- 
tional advantage of reducing the errors due to plug contacts. This 
arrangement will be made clear by the following exi)lanation and dia- 
grams. 

I, ^. 3' and 2 ohm coils are connected in series as shown in Fig. i. 

Let the terminal of the i ohm coil and the 2 ohm coil and the points 
of union of the coils be numbered ( i ). (2). (3). (4). (5) as shown in Fig. r. 
The current enters at point (i) and leaves the coils at the i)oint (5) 
traversing 1. 3, 3', 2=9 ohms in all. If this series is multiplied by any 
factor n then n ( i+3+3'+2)— n 9 ohms. It will be seen that if the point's 
(I) and (5) are connected all the coils are short circuited and that the 
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current will traverse y.vvn resistance. It the points (2) and (5) are con- 
nected the ,^. .V <nul 2 obni coils will be short circuited and the cur- 
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rent will traverse i ohm. B3^ extending this process so that we con- 
nect two and only t\\() points at a time, it is possible to obtain the regular 
succession of vaUies n (o. t, 2, 3, 4. 5, 6. 7. 8. 9) the last value being 
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Plan of No. 4400 Decade Set and Wheatstone Bridge 
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Fi^. 2 shows our method m' coniu-ctinj^ these jjoints two at a time 
with the use of a single plug. 

The circles in the diagram represent two rttws of ten brass blocks 
each. To the first two blocks at the top of the rows, the points 5 and i of 
diagram 3 are connected, to the second two tlie points 2 and 5 arc con- 
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lU'ctcd and so on, no points bcin^- connected at the last pair of lilocks. 
It is evident that if a phi^: be inserted between the blocks i and 5. tlu- 
ixiiiits 1 and 5 of (haKiam 3 are comiecled Kivin^ the vahie o. if between 
llie blocks 2 and 5, the points j and 5 are connected K'viiiK llie vahie i 
and so on. The vahic 9 is f)I>tained when the phi^ is (hsi)osed of by being 
inserted in the last i)air of blocks whicli have no connections. 



Metal Spools 

All of the resistances arc wound on our improved metal spools which 
li i\( a much greater ability to get rid of their heat than wooden spools 
and consequently will stand larger currents. 

Fig. 4 gives a sectional view of this spool, and l^g. 5 a photograpliic 
view of the same spool mounted with a single pair of brass Ijjocks. 

The essential feature of the construction lies, in making to serve as 
terminals the two insulated metal halves of the spool upon wdiich the 
resistance wire is wound. The insulation between the two metal halves 
is \rr\- high, and these halves are held firml)' together by a ring oi 
insulating material at the to|) and bottom. The metal spool so formed is 
covered with a layer of shellacked silk, and over this the wire is wouud in 
uniform layers. 

Improved Arrangement of Ratio Coils 

'i'his arr.ingement offers the following advantages. The coils arc 
completely interchangeable. When a coil is connected 
in there is but one plug contact in series with it. It 
offers a simple method of determining the percentage 
accuracy of a measurement. There arc ten ratio coils, 
two each i, 10, 100, 1000, 10,000 ohms. All the ratio coils 
have Olio of their terminals connected to a common 
centre which corresjionds to the bar marked C of I'ig. 6. 
'Ihe (tther lerniinal of each coil is connected to a sei)a- 
i.ile Idoek. The bar A on one side of these blocks is 
joined to the rheostat and the bar It on the other side t.) 
an X post. 

In the ordinary use of this set of ratio coils two 
pings only are used. One plug is inserted between the 
bar A .and one (d the blocks, 1, j'. 10, 10'. etc.. of the 
eeiHr.il row of blocks, and the otlu-r ping is inserted 
brtuceii llir b.ir li and any one of the otlier blocks ».t 
the renlral row. There art* two r.ilio coils of t'acli 
\'''l>'t"- '"I "»ir high grade sets we use the values indi 
*Mted 111 hig. (i. They are, I. l'; 10. 10'; 100, 100'; 1000. 
1000' and iooo(). 10000', 

1 o obt.tin an evin ratio, as 1000 to 1000'. one jitug 
would b,. inserted between the block 1000 .and the bar 
A and ihe otlu-r plug between the block 1000' .and the 
bar |{ This disposition of the plugs connects the end 
o! llie 1000 (dim coil to the tnd of the rheostat .and tin- 
end of the 1000' ohm coil to the X post If iiov\ one 
plug is nisci-ted briv\reii the looo' Idoek and bar A .and 
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the Other plug between the looo block and bar B the ratio arms are 
reversed: that is the lOoo' ohm coil is connected to the end of the rheostat 
and the lOoo olim coil to the X i)ost. When uneven ratios are used the 
same ratio can be obtained by four different combinations. Tf we wish 
to obtain the ratio of one to ten. we can plug between A and i. and V> and 
lo. and get i to lo. or between A and i\ and R and to. and .2:et i* to lo, 
or between A and i. and li and lo'. and get i to lo'. or between A and i' 
and B and io\ and get i' to lo'. 

To obtain the reciprocal set of ratios like the above we wf)uld plug: 
A and lo. B and i, and get ro to i. 
A and lo'. B and i. and get lo' to i, 
A and lo, B and T. and get lo to i\ 
A and lo'. B and I'.and get lo' to i\ 



By using more than two plugs and connecting certain of the coils 
ni parallel combinations a large number of other ratios may be obtained. 
For example, we can plug between A and lOO and loo' and between B and 
lOOO. and get the ratio 50 to 1000. Or we can plug between A and 1000 
and 1000' and between B and 100. and get the ratio 500 to 100. 

This bridge arrangement offers a convenient method of measuring 
the sensibility of a bridge and galvanometer combination that is fre- 
<iuently applicable. If for instance the one ohm coil is used on either 
side, after a balance has been obtained the one ohm may be shunted with 
tlie lOOO ohm on the same side. This will make a variation of jV ^^ 1% 
and the galvanometer deflection can be noted for this variation. Tn the 
same way the i ohm may be shunted with the 100 for a variation of 1 9; 
or with the icooo for a variation of jla '>t i?r. The ten ohm coil may 
be shunted with the 1000 for a variation of i^^r, and with the 10,000 for a 
variation of y ^ of iVr. 

In tlie above arrangement of ratio coils it is seen that errors due to 
plug c(Mitacts become practically nil because only two plug contacts 
<'nter the circuit and with even ratio, it is onl\- the difference in the 
resistance of the two plug contacts that can effect the result. Tn meas- 
uring any of the ratio coils while in the box. it is only necessary to con- 
nect to the bar C. and to either the bar A or B and plug in the coils 
to be measured. In our boxes the bar C C is made of heavy copper and 
one of the galvanometer posts is connected to this bar by a heavy copper 
strap s(^ that in measuring the ratio coils the resistance of the connections 
on the inside of the box may be neglected. 

The terminals of the wire are brazed to cr)ppcr terminals and these 
are soldered tn the projecting brass lips at the end of the spool which 
attaches to the brass blocks. The brass studs which project through the 
rubber plate are soldered in the blocks, and the metal spool is secured in 
grooves turned in the ends of these brass studs and then soldered. Thus 
there is a continuous soldered connection from one block to the next 
betweeti which is the resistance. 

The above form of construction is mechanically strong. The maxi- 
mum radiating surface is secured to the wire, while much of the gen- 
erated heat is conducted away by the metal spool through the brass studs 
into the brass blocks on top of the box and thus dissipated. 
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Improved Plugs 

The plugs are of generous >ize. have no sharp corners to hurt the 
hand and the heads are put on «,(» tliat tliey positively cannot come off. 
In Fig. 7 i> slKnvn a ]>]an and seetion of one <^f these L type plugs. 



t 





The chief points to notice are the following: The taper is such that the 
plug will neither stick in so tight that it cannot be easily withdrawn, nor 
yet so that it will loosen itself. The taper part of the plug goes a little 
below the surface of the blocks, so rings will not wear into the plug which 
will form a shoulder and prevent the plug from being pushed in tight. 
The l)rass part of the plug which is moulded in the hard rubber top 
expands in the rubber head so the head cannot possibly work loose or 
turn. The rubber head itself is smooth and a flattened elliosoid in shape 
and is moulded upon the brass post. This form of head is easily grasped 
and does not hurt the Angers with long use as do the diamond-shaped 
]>lug heads with sharp edges. 



Decade Rheostat, Four Dials 

The dial switches of these rheostats are of a new and special con- 
struction which insures good contact. The range is 9999 ohms by steps 
of I ohm. The sides of the box are made of perforated metal so as to 
allow good air circulation and cooling. To increase the carrying capacity 
of the resistances the entire box may be immersed in oil. Both the box 
and the coils are made so that this will not inimc thtm 
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Wheatstone Bridge and Rheostat 

This is the same general construction a^ tlic hi->t. There are five 
• lials in the rheostat which has a total resistance of lo.ooo ohms and may 
hv varied by steps of .i f^hni. The bridge lia-> two coils each < >f looo. loo 
aiul lo ohm>. 

Special rheostats and wheatstone bridges using this dial construction 
can be made up with any number of dials. 




THE LEEDS ^t XOKTHRUP COMPANY 



Carey Foster Bridge 

For a very complete description of our Carey Foster Bridge, 
directions for using it and general discussion of the Carey Foster 
method see our circular No. 9, The Carey Foster Bridge. 




4204. Carey Foster Bridge 

Complete witli st't of 3 brifli^e wire^ 
ratio coils. 



$150 00 

sluints for them aiul 4 sets of 



4214. Heavy Bar $5 00 

Ot resistance metal of low temperature co-efficient; resistance deter- 
mined and marked on it. To be used in the measurement of very low- 
resistances. 

The bridge as mechanically designed consists of two separate units. 

One unit, which we will designate "the coil holder." consists of a 
hard rubber base upon which are mounted massive copper bars for hold- 
ing and connecting the ratio coils and the resistance standards, also the 
commutating device for interchanging the standard and the coil under 
comparison. 

The other unit, which may be called the "bridge." C(Mi>i>ts of a hard 
wood base upon which are fastened the three slide wires and three box- 
wood scales. A sliding contact maker designed to give a contact having 
a uniform pressure on the slide wire, is also a part of the "bridge." 

The two units are joined together electrically by large flexible copper 
cables. The two illustrations show the complete apparatus and the coil 
holder alone. 

The copper bars which hold the standard and the coil under compari- 
son are each provided with two sets of mercury cups. The outside set 
have a separation which adapts them to holding the terminal copper rods 
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of the Standard coils of the Reichsanstalt Form, while the inside pair of 
cups are made to hold B. A. standards. Thus standards of the one form 
may be compared with those of the other form. An arrangement of this 
kind has been found to be of importance, since both forms of resistance 
>tandards are to be found in most laboratories. 

The four ends of each pair of copper bars are also provided with mas- 
sive binding posts which may be used to clamp resistances which are used 
as shunts. The remaining shorter copper bars which form the connec- 
tions and leads are also very massive copper and are provided with deep 
mercury cups. All the copper work is protected from amalgamation with 
the mercury by being given a surface of unbufTed nickel plate. 




htTAiis OF Con. 



The commutator switch, which f»ccupies a central position over the 
l)ase, is of very simple construction, of symmetrical form and effects 
the interchange of the coils by a single half revolution. 

Three mercury cups near the front are provided for putting in cn- 
cuit either one of the low resistance shunts. These shunts are made of 
the same resistance metal as the slide wires and are of practically zero 
temperature co-efficient, and can be relied upon to remain constant. A 
-liunt is thrown in circuit by simply connecting two of the mercury cups 
witli a beav3^ copper U-piece. 

The shunts, themselves, are beneath the base and protected by being 
enclosffi in a small box. 
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The ratio coils furnished with each bridge have resistances of i, lo, 
lOO and looo ohms. They are contained in metal boxes and are provided 
with heavy copper terminals which ht into the four mercury cups at the 
hack end of the base plate. 

The base itself consists of a single piece of hard rubber yg" thick. It 
is provided with brass legs at each of its four corners which slide up and 
down in holes and enable the "coil holder" to be set at different heights 
above the table. 

The slide wire bridge is provided with three different resistance wires. 
These wires are of special resistance metal and have practically a zero 
temperature co-efficient. The resistance of No. i wire per mm. is about 
.0004 ohms, of No. 2 wire about .0011 ohms and of N<^. 3 wire about .0057 
ohms. 

No. I wire when shunted whh the shunt of lowest resistance is equiv- 
alent to a resistance of .00001 ohms per mm. 

Each wire is stretched over a boxwood scale. Any one of the three 
wires is put in circuit, ready for use, by connecting it at one end by means 
of a massive clamp screw to a copper strap underneath the base. 

This copper strap and another one to which the other ends of the 
three wires are attached are connected by heavy flexible copper cables 
to the coil holder. No error will be introduced by using shunts to the 
bridge wire, provided the resistance of these leads is negligible or does 
not change after a bridge wire has been calibrated. 

The slider used for making contact with the bridge wire has been 
designed with special care. It is mainly of hard rubber, so that the hand 
will not come accidentally in contact with any of the circuits. The but- 
ton is provided with a double spring arrangement, so that when depressed 
with an3" force the same pressure of the contact piece is always brought 
to bear against the bridge wire. This prevents indentations and injury 
to bridge wire. 

4256. Kohlrausch Slide Wire Bridge $80 00 

This bridge was designed to have all the advantages of the original 
form of Kohlrausch bridge without its disadvantages. These are uncer- 
tain contact resistances in the bridge circuit due to the brushes through 
which the current passes to the wire and uncertain contact in the galvan- 
ometer circuit made by poor contact of the roller on the wire or of the 
roller on the rod on which it moved. To accomplish this we have made 
the contact movable and the polished cylindrical marble on which the 
wire is fastened fixed. In this way both ends of the wire have reliable 
soldered connections out to the binding posts, and the connections in the 
contact circuit are also soldered, except that found between the long nut 
moving on a large screw which moves the contact arm up and down as it 
rotates. This, on account of its ampje size, is entirely reliable. The 
marble cylinder is 6" in diameter; the wire makes ten turns around it. and 
the total resistance is about 5 ohms. A vertical scale shows the number 
of turns, and the fraction of a turn is read from a circular scale, which is 
divided to 200 parts and can easily be estimated to tenths of a division. 

The contact rubs on the wire continually and has been very care- 
fully designed to make sure that it will always make a good contact and 
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iliat it will not wear the wire. It has been thoroughly tested m both nt 
these particiilars; in regard to wearing the wire as follow--: We con- 
nected one of these bridges to a small motor so that the contact would 
rub backwards and forwards over a length of ab(iut 3" of the wire near 
one end. and allowed it to run 6 hours. During that time it rubbed over 
the 3" of wire more than 100.000 times. The middle point in resistance 
on the wire was measured before and after the test, and absolutely no 
difference could be noted due to the rubbing. The two measurements 
agreed with each other within T-300 of i^/c. It is accordingly evident that 
no error from this cause is to be feared. The advantage of the rubbing 
contact over the rolling contact of the original form is very marked, and 
it is entirely reliable. 




4^56 
4257. Kohlrausch Slide Wire Bridge $100 00 

\\ ith rheostat coils in tlie ba>e. 

Tliis is the same a> tlie above. l)ut is mounted "Ui a bo.x in which there 
are rheostat coils of i. 10. 100. 1000 and ro.ooo olims resistance. These 
are arranged so that they can be connected to cither one or the other 
end of the bridge wire. They are wound so as to be noninductive and 
will introduce no noticeal)le errors even with the rapiflly alternating cur- 
rent of an induction coil. 



4244. Megohm Resistance Box $200 00 

The resistance is divided into five parts of too.ooo ohms each. Six- 
pillars petticoat insulated are u>ed. tliere being 200.000 ohms between 
each pair of pillars. There is a double binding post on each pillar so 
that they can be connected together with copper links. The total resist- 
ance is wound on 40 spools ^o that there are 25.000 ohms to the spool. 
Each spool is thorouglily insulated. 
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Resistance Standards 



For more detailed information in regard to our Resistance 
Standards, see our Pamphlet No. 4 on Standard Resistances. This 
is a 16-page booklet in which the best design for standards and 
methods of using them are discussed. 




4215. Standard Resistance (Reichsanstalt Form) i ohm. .$20 00 
The resistance wire is wound on a metal cylinder 7 c. m. in diameter 
and 10 c. m. long. It is insulated from the cylinder by silk which is 
shellaced and baked on it. The wire in addition is double silk covered 
and is shellaced and thoroughly aged by baking at a high temperature 
after it has been wound on the cylinder. The wire terminals are silver 
soldered to copper blocks which are screwed and soldered to the heavy 
copper terminals of the coil. The details of this construction are clearly 
shown by Fig. 8. 

The terminals are given their particular shape so that the coil may 
be hung by them in mercury cups at the same time that they support it 
in an oil bath. An outside covering shown cut away in Fig. 8 protects the 
resistance but is perforated in the sides and bottom with numerous holes 
to allow free access of oil. A hard rubber top holds all the parts in place. 
The resistance wire is wound on a metal cylinder which is made as 
large as it can be conveniently, so as to allow the maximum possible sur- 
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face l'>r heat dissipation. Being of metal the heat of the coil is di>sipated 
frtim the inside as well as the outside surface, and as it is open at the 
hottMiii and top the cixiling liciuid has free circulation lioth inside ar.d 
> 'Utside. 

Exi)erience has shown that ordinary solder has a tendency to crystal- 
lize and when used to solder resistance wires to their heavy copper ter- 
minals this crystallization makes slight changes in the length of the wire 
hetween the terminals. For this reason all of our standards have the 
resistance wire silver soldered to the copper leads, silver solder havnij 
shown itself to be entirely permanent. 




Standard Low Resistance 

4220. Standard Resistance (Reichsanstalt Form) i ohm. .$30 00 

As the illustration clearly shows these resistances have potential 
terminals in addition to the current terminals. The binding posts for the 
potential terminals are mounted on high posts so as to be easily acces- 
^ible when the standard is immersed in oil. When intended to be used 
as a resistance standard of precision it should not he subjected to a cur- 
rent of more than i ampere. When used as a current standard for lesser 
accuracy a current of two or three amperes may be used. Both figures 
are based on the standard being immersed in oil. 
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4223. Standard Resistance (Reichsanstalt Form) .001 ohm. $75 00 

riie ca>c containing the resistance^ is made longer in this standard, 
although it is the same diameter. The terminals are arranged so that 
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current carrying leads may be clamped on. a special block being provided 
into which the ends of a cable may be soldered. Immersed in oil. as a 
precision standard oi resistance it has a current carrying capacity of 32 
amperes. Used for measuring current to a lesser degree of accuracy it 
will carry 100 amperes or more. 

Apparatus for Measuring Low Resistances 

The variable standard low resistance and set of ratio coils described 
below will measure low resistance from .1 ohm down with the same 
facility and accuracy that an ordinary wheatstones bridge measures high 
resistances. 




4300 

The apparatus is based on the principle of the Kelvin double bridge. 
Tor a full description of which see our Pamphlet No. 4 on "Standard 
Resistances." It is nt^vcl in that it makes use of a variable standard low 
resistance instead of a continuously variable set of ratio coils. A careful 
calculation of the number of accurately adjusted resistances required to 
measure any resistance from .00001 to .1 ohm to an accuracy of ^V of 1% 
convinced us that the result could be more economically gotten by using 
a variable low resistance and a few ratio coils rather than by using a few 
low resistances and a large set of variable ratio coils. For use in our own 
laboratory we designed and constructed the instrument described below 
and we have found it so convenient and satisfactory to use that we have 
decided to ofifer it to the public. 




4300. 



Variable Standard Low Resistance $210 00 



The construction of this variable resistance is shown in the diagram. 
AB is a heavy piece of resistance nicta! of uniform cross section and nni- 



t 
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form resistance per unit of length; CD is another piece of resistance 

metal of smaller cross section, and the two are joined together by a heavy 

copper bar AC into which both are silver soldered; LL are the current 

terminals and PP are the potential terminals. The resistance of AB 

between the marks o and loo on the scale S is .001 ohm. From the point * 

I on the resistance CD to o on AB is also .001 ohm, from 2 to o is .002 and ! 

s<t on. and from 9 to 100 is .01 ohm. The slider M moves along the resist- , 

ance AB and its position is read on the scale S which is divided into 100 

ecjual parts and can be read by a vernier to thousandths. Subdivided in 1 

this way the re>istance between the tap off points PP ma^^ have any value j 

from .001 to .01 ohm by steps of .000001 ohm. Using a ratio of i to 10 it 

gives all values from .1 ohm to .01 ohm by steps of .ooooi ohm and by 

using the inverse ratio all values from .001 ohm to .0001 ohm by steps of 

.0000001 ohm. 

In order to make the apparatus available for measuring even very 
much smaller resistances a tap off is also run to the point o on AB so that 
one connection may be to it and the other to the slider. The resistance 
between o and the slider M will then be the one which comes into the 
measurement. It cannot of course be known to the same degree of 
accuracy as the resistances of a higher value but high accuracy is not 
usually required in the measurement of such resistances as switch con- 
tacts, etc., for which this would usually be employed. 

The mounting is very substantial and the workmanship is the best ' 

throughout. Great care has been given to the design and construction of j 

the slider. In use it must always be in contact, even when it is being | 

moved; it must always make sufficiently good contact not to appreciably 
vary the resistance of the ratio coil with which it is in series, and it 
must do this without wearing away the resistance metal over wiiich it 
moves. An extended experience with the form of slider which we worked 
out has shown that these points are satisfactorily covered. 

The resistance alloy used has a very low temperature coefficient and 
a negligible thermo electric force against copper. These qualities coupled 
with the fact that it is sufficiently large to carry 55 amperes without heat- 
ing make it available for other purposes than the measurement of low 
resistances, some of which are described below. 

To make resistance measurements with the above standard a set of 
accurately adjusted ratio coils are necessary. To meet this requirement 
we have designed the following. 

4320. Set of 10 Ratio Coils $80 00 

For comparing low resistances by the Kelvin doiible bridge method. 
These coils are arranged as shown in Fig. 9. With them the following 
ratios can be gotten: 100 : 200, 100 : 300, 100 : 400. 100 : 500, 100 : 600. 
100 : 700, 100 : 900. TOO : looo, 200 : 1000, 300 : 1000. 400: 1000, 500: 1000. 600: 
1000, 700 : 1000, 800 : 1000, 900 : 1000, 1000 : 1000. 300 : 300 and 400 : 400 
By having the plugs symmetrically placed in the two arms the ratios will 
always be the same. The coils for these boxes are wound on our high 
grade metal spools (see circular No. i of Resistance Boxes) and in order 
that the ratios may remain constant in spite of changes of temperature 
they are wound from wire having the same temoerature co-efficient The 
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construction of the box tliroughout is tiie >.'ime as that of our liigliest 
.L^rade resistance boxes. The resistances are adjusted to agree with each 
other to within i-ioo of i' . 

Method of Using the Variable SUndard Low Resistance 

The measurement of the resistance of copper con(hlctor^ lor the 
purpose of determining their conductivity is one of the important uses of 
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this apparatus. Since the connections for making tliis measurement are 
tlie same as for other measurements we shall describe and illustrate it. 

In the Fig. 9. B represents a short piece of copper wire to be meas- 
ured, n and o are two contact points on ii at a known distance apart 
and the connections are made to the battery, the variable standard low 
resistance and the set of ratio coils as shown. The ratio ^ and - is 
made ^^^^ and consequently the resistance R will be xV of that in the 
variable standard. The linal balance is gotten by moving the contacts 
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1 and m. If the resistance read on the variable standard is. for example, 
.001875 the resistance of li is .0001875. 

In the measurement of copjjer and other wires it is very important 
that the temperature be accurately known and this can best be done by 
immersing the sample in oil. For this purpose we furnish a suitable tank 
and wire hr)Ider. 

Temperature Coefficients 

It is a very simixle matter to measure resistance temperature coef- 
tirientN with this apparatus as slight variations in the resistance r»t P» can 
be easily- ,'infl accurately followed by moving the slider m. 

Current Measurement 

.\s the Variable Standard Low Resistance will carry 55 amperes it is a 
very satisfactory standard resistance for measuring current by the poten- 
tiometer method. The fact that it is easily variable gives it a wide range- 
and makes it possible to bring the i>otentiometer reading to the most 
favorable i>art of the scale. 

With a standard cell, an ordinary resistance bo.x. a ga]vanr,meter and 
an accessory battery it makes a complete outfit for the accurate measure- 
ment of currents within its range. 

It may al>o be very satisfactorily used for measuring current in 
connection with a millivoltmeter or a calibrated galvanometer. 
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Potentiometers 

For complete description of our Standard Potentiometers and 
accessory apparatus, see our Pamphlet No. 2. This is twenty pages 
devoted to a critical discussion of Potentiometer design, and a de- 
tailed description of our apparatus. 




5500 

5500. The Leeds & Northrup Standard Potentiometer. .$250 00 
4451, Regulating Rheostat for same 65 00 

Our standard potentiometer is completely described in our "Pamph- 
let X(*. 2 "Potentiometers." to which those interested are referred as 
-pace does not permit of repeating it here. 

In the design and construction of this instrument we aimed at the 
ftdldwitig and experience has shown that the aim has been realized in a 
lii.uli decree. 

1. The greatest precision of measurement. 

2. FaciUty of manipulation. 

.^ A direct reading instrument requiring neither calculations nor cor- 
rections. 

4. An arrangement which makes it possible to verify the accuracy of 
the resistances with the facilities available in an ordinary laboratory. 

We ask particular attention to the following advantages and special 
features of our design. 

The quick method of checking against the standard cell. 

The arrangement by which the handle stops so that the brushes are 
always directly over a block without bridging between them. 

The brush construction which absolutely eliminates contact errors. 
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5555, The Leeds & Northrup Potentiometer, Type K, 

double range $165 00 

TIu" lii^li scale reads frdiii .00001 volt to 1.5 volts. 
The low scale rea(l> froni .ooooor volt to .15 volts. 

4550. Regulating Rheostat for Potentiometer, Type K. , .$35 00 

The Type K poteiuiometer l)elongs to the class in which the suh- 
divisions are read on an extended wire. It is characterized by simplicity 
of design, which makes it easily undcrstt^od and easily manipulated, and 
low resistance. These features make it a desirable instrument for many 
purposes, particularly for measurement where the resistance in the exter- 
nal circuit is low. such as temperature by thermo-couples, or current by 
the fall of potential across a standard low resistance. 

The arrangement will be clear from the diagram and following 
description: 

The extended wire on which the small subdivisions are read takes 
ten turns around a marble cylinder 6" in diameter, and is consequently 
about igo" long. In series with this are 15 coils, each one of which has 
the same resistance as the wire. The entire plan of the connections is 
shown in the diagram, in which, however, the extended wire is indicated 
by a single turn. A donble throw switch throws either the standard cell 
or the unknown E. M. V. in the circuit containing the galvanometer and 
the movable points which make contact on the galvanometer wire. A com- 
bined key and switch like that used on our standard potentiometer is also 
in this circuit and by means of it the circuit may be opened, closed through 
100.000 ohms, or closed without extra resistance. The extended wire 
has ten turns and each turn is subdivided into loo parts. As each division 
is ^4" long, and the half is indicated, tenths of a division can be estimated. 
Consecpiently the thousandth part of the extended wire can be read 
directly and the ten thousandth estimated. The positions of the plug, 
and the contact on the slide wire, indicate the voltage. For instance 
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if the plug stands, for a balance, at 1.2 and the contact at i revolution and 
iVfj the reading is 1.2135 volts. To see that the proper current is flowing 
through the potentiometer throw the double throw switch on "Standard 
Cell" and set the plug and moving contact at the positions which indi- 
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cate E. ^I. y. of the standard cell (the temperature correction having 
been made) and adjust the regulating rheostat until the galvanometer 
shows a balance. To make a measurement throw the double throw 
switch on "E. M. F." and reset the plug and contact until the galvan- 
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-imetcr is again balanced. Their positions then give the desired reading 
direct in volts. 

The construction of the extended wire part of the in-,trument is 
exactly the same as that of our Kohlrausch bridge. The contact i> mov- 
able and the polished cylindrical marble, on which the wire is fastened, is 
fixed. Tn this way both ends of the wire have reliable soldered con- 
nections out to the binding posts, and the connections in the contact cir- 
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cuit are also soldered, except that found between the long nut moving • 

on a large screw which moves the contact arm up and down as it rotates. 

This, on account of its ample size, is entirely reliable. The marble cyl- I 

inder is 6" in diameter; the wire makes ten turns around it, and the | 

total resistance is exactly 5 ohms. A vertical scale shows the number of I 

turns, and the fraction ui a turn is read from a circular scale, which is 

divided to 200 parts and can easily be estimated to tenths of a division. ; 

The contact rubs on the wire continually and has been very care- 
ful h^ designed to make sure that it will always make a good contact and J 
that it will not wear the wire. It has been thoroughly tested in both of | 
these particulars; in regard to wearing the wire as follows: We con- 
nected one of these bridges to a small motor so that the contact would I 
rub backwards and forwards over a length of about 3" of the wire near 
one end, and allowed it to run 6 hours. During that time it rubbed over j 
the 3" of wire more than 100.000 times. The middle point in resistance j 
on the wire was measured before and after the test, and absolutely no 
difference could be noted due to the rubbing. The two measurements 
agreed with each other within 1-500 of l^r- It is accordingly evident that ! 
no error from this cause is to be feared. ' 

The above covers only the high scale 1.5 volts to .00001 volt. The 1 

arrangement by which the instrument is given a low scale was suggested 
to us by Dr. V. A. Wolff, of the National Bureau of Standards, and is ; 

accomplished by the addition' of two resistances. It is illustrated in 
the diagram in which AC represents the 15 coils of the potentiometer | 

wire and hC the extended portion. M and 'SV are the contact points I 

between which the E. ^I. V. is read. R is the regulating rheostat. With 
a plug in the position H the arrangement is exactly that described above \ 

for the high scale reading. In the position L it is set for the low scale 
reading. The potentiometer wire AB is shunted by the resistance S 
which makes it exactly yV what it was before, and the coil K thrown 
into the circuit is of such a value that the total resistance remains con- 
stant. The current flowing will consequently remain the same, but the 
resistance between A and B being reduced to one-tenth of its previous 
values the electro motive forces read between M and M' will also be 
one-tenth. 
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5580. Volt Box . .$35 00 

For use with the potentiometer for measuring voltages up to 15 and 
150 volts. 
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D'Arsonval Galvanometers 

See our Pamphlet No. 3 on »* Moving CoiP' Galvanometers for 
a general discussion of the principles underlying the design of these 
instruments and very complete description of the instruments which 
we make. 





JJ5U with 2254 



2250. D'Arsonval Galvanometer, Type M, vi^ithout tube 

and coil $25 00 

2252. Type S Tube and Coil for same 35 00 

2254. Type M Tube and Coil for same 85 00 

The magnet No. 2250 is made by a special process and is unusually 
powerful. It is arranged so that it will take either of the tubes 2252 or 
2254. which are made interchangeable and any number may be furnished 
with a single magnet or be procured afterwards. 
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Both of the tubes are designed with a view of having the system 
exposed to view^ and easily accessible. Ample clearance is allowed so that 
it is a simple matter to level the galvanometer. The glass front comes off 
easily to allow access to the coil. By means of a simple device the coils 
may be clamped when not in use. These galvanometers are practically 
free from zero shift and unless otherwise specified are wound so as to be ] 

quick in action and dead beat. \ 

Furnished with a Type M tube. No. 2254, the instrument becomes a 
marine galvanometer and is designed primarily for use on shipboard. 1 * 

By suspending the coil between straight, stretched, upper and lower sus- | 

pensions, and carefully balancing it, it is made so that a 30° inclination of 1 

the instrument will not cause a deflection of more than 3 scale divisions I 

when the scale is at a distance of 1000 scale divisions from the mirror. 1 

The sensibility of a galvanometer meeting the above conditions with a I 

resistance of 1000 ohms is from 10 to 20 megohms. It is exceedingly 
(luick in action, has an absolutely positive zero and may be made so dead- I 

beat as to return absolutely to rest, when given a full scale deflection, » 

within 3 seconds. For many uses on land a galvanometer like this is very j 

valuable. Where it is not necessary that it should stand so great an 
inclination less heavy suspensions may be used and the sensibility thereby 
increased to 50 or 100 megohms without altering the action of the gal- 
vanometer in other particulars. These balanced coils are not at all influ- 
enced by tremors or vibrations. 

The suspensions are so strong that the instrument can be carried 
around without fear of breaking them and the galvanometer does not 
have to be leveled when it is used. It can be used in many situations as 
a millivoltmeter and will have a vastly greater sensibility. The constant 
will remain verj' permanent, and the deflections will be proportional to 
steady currents or to the (juantities of electricity suddenly discharged 
through the coil. 

The marine galvanometer is an ideal lecture room instrument. 

Note — The galvanometer as described above is our regular form, 
catalogued on page 16 of our general catalogue. The instrument at the 
exhibit of the National Bureau has had several useful additions and acces- 
sories to adapt it to the various general uses of a large testing laboratory. 
The galvanometer and its accessories are provided wnth an oak case in 
which they can be packed and easily transported. The accessories consist 
of an optical system, which fits directly upon the galvanometer frame, 
and which serves the purpose of a telescope and scale directly attached 
to the instrument. This optical system can be readily removed and the 
galvanometer used with an ordinary telescope and scale. A plano- 
convex lens is fastened at one end of the galvanometer window. When 
this end of the window is uppermost the lens comes in front of a plane 
mirror, with which two of the extra coils furnished are provided, and 
the galvanometer is then adapted for use with a lamp stand and scale. 
A useful accessory is a small box which contains several tools for replac- 
ing suspensions, and for balancing the marine coil. It also contains two 
sets of extra marine suspensions, and several upper and lower suspensions 
for use in the high sensibility tube. In this box are also contained the 
two extra coils provided with plane mirrors. 
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A laboratory possessing a galvanometer outfit of the above character, 
would be provided with a single instrument which would fill nearly every 
requirement of galvanometer work. 




2200. Wall D' Arsonval Galvanometer, Type H $45 00 

A galvanometer in order to satisfactorily meet its requirements must 
first of all have ample sensibility for the particular work for which it is 
intended. After that, it should be quick in its action so that the user will 
not waste time wdiile it is returning to its zero position; it must have a 
positive zero, so that there may be no question about reading small 
deflections and determining the value of deflections. Unless it is to be 
used as a ballistic instrument, it must be dead-beat, and finally it must 
be arranged so that it can easily be set up and so that suspensions can 
be readily replaced when they are broken. It has been very generally 
assumed that many of these good qualities could not be expected of the 
D'Arsonval Galvanometer, in spite of which it is very widely used on 
account of its freedom from magnetic disturbances and its general robust- 
ness compared with other types. Its pronounced advantages in these 
respects led us to make an extenr.ive experimental study of the instru- 
ment with a view of improving it in the other particulars above men- 
tioned. Our experiments have enabled us to design instruments which 
are highly satisfactory from all standpoints and are very great improve- 
ments on previous types. For measuring resistance by the Wheatstone 
bridge method or by the Kelvin double bridge method, for use with 
potentiometers, for the measurements of condenser capacities, etc.. etc.. 
our galvanometers Types H & M will be found not only amply sensitive 
but so quick in action and dead-beat that the operator's time will not be 
taken up waiting for the galvanometer to reach a deflection or come to 
rest. They have such a positive zero that small fractions of a scale divi- 
sion can be estimated with certainty, and they are arranged so that the 
working parts are easily accessible and suspensions, etc.. can be readily 
replaced. 

In both of these types of galvanometers, the design is such that the 
moving parts can be seen and the galvanometer easily leveled. The level- 
ing is further facilitated by allowing the coil ample clearness. 
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2301. Portable D'Arsonval Galvanometer with Cali- 
brated Scale $20 00 

This galvanometer is the same form as that used in our portable test- 
ing sets, but is mounted in a box with rubber top and two binding posts. 
The coil is circular in form, turns over an iron core, and is mounted upon 
jewels. It is very sensitive for a galvanometer of this type, is thoroughly 
well made and the pivoted system has exceedingly small friction. The 
current due to one volt through i megohm will cause the pointer to move 
about I mm. over the scale. The pointer can be adjusted to zero from 
the outside of the case and the coil is so well balanced that the galvan- 
ometer can be used in an inclined position. This instrument will be found 
very useful in all places where a sensitive, portable detector galvanometer 
is required. The scale over which the pointer moves is calibrated inv 
10 divisions each side of the zero, so that up to this limit the galvan- 
ometer will serve as a measuring instrument when its constant has once- 
been determined. 
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Keys 

Our Pamphlet No. 7, **High Grade Keys for Electrical Testing/' 
contains detailed descriptions of our line of keys and valuable in- 
formation in regard to the best method of constructing Electrical 
Testing Keys. 




5100. Short Circuiting Key $6 00 

This key i> intended especially for use with D'Arsonval galvanom- 
eters used with zero deHection methods. The key is connected in circuit 
with the galvanometer so that whenever the key is not depressed, the 
galvanometer is short circuited, and its oscillations are quickly damped 
out by the currents induced in its coil The back end of the spring is 
held in a slot in a rubber block, and this is held in a slot milled in the 
base. By this construction the perfect matching of the contacts is always 
secured. 

5105. Short Circuiting Key, with Catch $8 00 

This key is the same as 5100 described above, but has a catch with 
which the spring may be depressed and the battery contact circuit kept 
closed. 




5110. Double Contact Key $10 5o 

It will be noted that tlie same method for holding the springs is used 
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in the design of this key as in the short circuiting key. the method being 
extended to the base and three bh^cks. 
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1 ) 



5290. Charge and Discharge Key $17 50 

This key is admirably adapted to charging and discharging conden- 
sers of small or large capacity. The insulation is very high, so that no 
electricity can be lost by leakage. The insulated handle enables the key 
to be used without insulating the bodv 



Condensers 




1060 



1060. I Micro-farad $200 00 

Subdivided into twelve sections o.ooi, 0.002. 0.002. 0.005, o.oi. o.oi, 
0.02, 0.05, o.i, o.i, 0.2. 0.5 M. F. By simple combinations all values can be 
gotten from i M. F. to o.ooi M. F. by steps of o.ooi M. F. The con- 
densers are connected between the cross bars and may be connected in 
series or parallel or in combinations of the two. All of the blocks are 
insulated on independent pieces of hard rubber and the condenser seg- 
ments are thoroughly insulated inside of the box. 
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Self-induction Apparatus 

Our line of Self-induction Apparatus is represented by the two 
pieces described below. Our complete line is described in Pamphlet 
No. 8, which contains also valuable information in regard to making 

Self-induction measurements. 




5316 



5316. Ayrton & Perry's Variable Standard of Self-induc- 
tion $125 00 

As sliown ill the illustration this instrument consists of two coiU 
wound on sections of concentric >phcncal surfaces, the inside one of 
which can be rotated with reference to the outside one. and thus their 
co-efficient of induction varied without changing their resistance. As it 
i> very important that the shape of the coils should not change, the mstru- 
nient is built up of very carefully selected and thoroughly seasoned wood, 
and is made of a large number of pieces put together so as t<:> prevent 
warping. The scale is divided to read in millihenrys on one ^ide and in 
degrees on the other. Its range is approximately from 3.5 to 42 milli- 
henrys. Special attention has been given to the connections between the 
inside and outside coil, and as now made there are none but soldered 
joints, and all the connections are exposed to view, so that they can be 
easily in-pccted or replaced. 
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5319. Standard of Self-induction 100 Millihenrys $90 00 

This is subdivided into 10, 20, 30 and 40 millihenrys. Tlie C'»ils are 
mounted in a single box and their terminals are brought out t«. blocks 
which are connected by plugs as in a resistance box. They may be used 
one at a time or two or more in series, in which case the co-etiicients of 
self-induction are added like resistances. The coils are carefully arranged 
so as to avoid mutual induction. Non-inductive resistances are also pro- 
vided and arranged so that when a spool of self-induction is cut out a 
non-inductive resistance of equal value and of wire having the same tem- 
perature co-eflicient is put in circuit, and thus the resistance of the box is 
always the same, while the inductance is varied. 



Description of the Rosa Curve Tracer 

One nf the most interesting and fruitful methods of study of alter- 
nating current ])henomena is the tracing of the forms and phases of alter- 




nating current waves. Without these curves one can gain only an 
inadequate idea of the inner workings of a dynamo, motor or transformer. 
And considering the rapid multiplication of alternating current apparatus, 
both of single phase and multiphase varieties, it is evident that the held 
of usefulness of alternating current diagrams, already very great, i«^ con- 
stantly increasing. 

The practicability of this method of investigation and testing has 
been seriously limited by the great labor of obtaining the curves, and the 
insufficient accuracy of the curves when obtained. What is wanted is a 
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coiitinnons line or so large a number of pcdiits as to l)e praetically etjuiva- 
leiit to a continuous line, marking exactly the fluctuatitms of the current, 
(.■lectronioti\e force or power, as the case may be. And when several 
such related curves have l^een drawn to scale on a sini2;le sheet, showiiifj: 
the forms. i)ha>e> and rclati\-e amplitudes of the current and electromo- 
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ti\-e forces (and also pcrlia]js the ma.u'netizalions and power ua\-e.s) whicli 
are concerned in the operation of a t4'i\'en machine or s\-' tern, we lia\e an 
elegant representation of what is tran^pirin.^- within the machine or 
system. 

X'arious method-, <if (.htaining these cnrx'es have been used. An 
instantaneous contact-maker, connected with the armature of the dxavamo. 
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is fre(piently cmi)lo\'e(l ( I'"ig. J). The value of the current, at the urstant 
the circuit is closed at M by the contact-maker, may be determined by 
measuring the difference (d' i>otential of the terminals AH of a known 
resi^t.mce, through which the current flows. The potential difference is 
sometimes ascertained l)y joining a condenser (C) to A i^> by a switch (\), 
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and then discharjj^in^ tlu' condenser ihrongh a ballistic galvanometer. 
The position <d' the contact brush is then advanced, the condenser is 
ajj^ain charged and discharged, and a second value of the current, corre- 
sponding to the new phase of contact, is obtained. Or an electrometer 
may ]>e substituted for the galvanometer, and its deflection read at each 
setting of tlie brush. In this way a numl>er of points may be obtained and 
I)lotted out on cross-section ]>aper. and a curve drawn through them. P>ut 
if the number of i>oints is sufficient to give an accurate curve, the time 
and labor refjuired are very great. 

With the Rosa curve tracer the most laborious parts of the operation 
(setting the contact brush, taking, recording and reducing the readings 
and plotting the curve) are done by the machine automatically, and the 
wftrk of several hours may be done in as many minutes. The measure- 
ments are made by a null method, using the principle of the potentiometer, 
the results are jjlotted by the machine more accurately than they could 
be plrjiied by hand, and a curve being obtained in a few minutes, the 
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Speed, voltage and other circmnstances may be maintained more nearly 
constant than would be possible when the observations extend over 
several hom-s, I'or these reasons the cur\es obtained are more accurate 
than any ever before published. 

The method of the curve tracer is illustrated in I'ig. ,^ A hard rubber 
cylinder is wound with a single layer r>f bare wire. A constant current 
from the battery, consisting of f)ne or two small storage cells, passes 
through this s[>iral causing a uniform fall of potential frr>m M to N. A 
voltmeter is joined across the terminals and the voltage maintained con- 
stant ljy vaiying the adjustable resistance R when necessary. The cur- 
rent to be dclineaterl passes through the non-inductive resistance Al*. 
V\'e have to measure the instantaneous values f>f the potential difference 
of the terminals A li at successive instants throughout the period of a 
wave. 15 is joinetl tlirough the galvanometer to the middle point. Q, of 
the si>iral MN. A is joined through the revolving contact maker to a 
sliding contact P. If the current in AH were a direct current tlie contact 
maker would rjf rourse be unnecessary; if it is alternating, and the con 
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tact maker is joined to the shaft of the generator or is driven synchro- 
nously with it. then every time the contact is made at any particular phase 
of the wave, the current has the same value and in general the galvan- 
ometer will show a deflection. When, however, the traveling contact P is 
>o adjusted that the galvanometer deflection is zero, the potential differ- 
ence between P and Q is then the same as that between A and B. This 
is proportional to the distance PQ, and is positive on one side and nega- 
tive on the other side of Q. The distances PQ could, therefore, be used 
as ordinates, and the corresponding positions of the contact brush taken 
as abscissas, and a curve of current plotted as usual. 

To avoid the labor of reading, recording, reducing and i)lotting by 
hand the various values of the current and clcctronif)tive force which go 




to make up ihc curves of these quantities, the instrument is so arranged 
that as soon as any instantaneous value (tf the current or voltage has 
been balanced against the potentiometer coil its value is immediately 
printed on a sheet <>f cross-section paper mounted on a cylinder the axis 
of which is parallel to tlie potentiometer. This is done in a manner indi- 
cated by Figs. 4 and 5. 

The hard rubber cylinder carrying the potentiometer wire has a 
(h.uble thread, as shown by Fig. 4- I" the deeper of the two threads a 
brass half nut N rests, while the wire W is wound in the shallower thread. 
The threads of the half nut do not touch the wire at any point, but a con- 
tact piece, K (Figs. 4 and 5) which is carried by a spring and insulated 
from the nut by the hard rubber piece. R. rests on the wire and as the 
cylinder is turned and the nut travels along the thread, the contact piece 
makes a sliding contact along the wire. 
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When the galvanometer deflection has been brought to zero by 
moving the contact K to such a point that the difference of potential PQ 
IS equal to that between A and B, the printing lever is lifted and a bar 
strikes the short arm L and throws the printing point P against the 
typewriter ribbon B and so prints a point on the paper which is mounted 
on the cylinder C. Dropping the lever causes the cylinder to advance by 
means of a ratchet and pawl, the amount of this advance being adjust- 
able by placing the stop at such a point that one, two, three or more 
teeth of the ratchet are engaged by the pawl at each throw of the lever. 
The paper is now in position for the next point, and this is printed as 
soon as the galvanometer deflection is again brought to zero by moving 
the traveling contact one way or the other as before. 

The galvanometer is a quick, dead-beat D'Arsonval, and settings are 
made very rapidly. The moving contact and printing point are attached 
to the traveling nut, as already stated. The observer keeps his eye fixed 
upon the galvanometer scale; with his right hand he turns the handle 
at the end of the cylinder, which causes the nut to travel to and fro. and 
with his left he works the contact key. As soon as the latter is opened, 
the brush advances, and the spot of light goes off the zero, to the right 
or left, according as the current has decreased or increased. The contact 
P is immediately moved in the same direction, until the spot of light is 
brought back to zero, when the circuit is again closed, a point is printed, 
the spot of light again goes off the zero, and so on. Tw^enty points a 
minute can be printed after some practice. Typewriter ribbons of dif- 
ferent colors are used for different curves, so that the curves are easily 
distinguished, even though they be considerably interlaced. 

The Contact Maker 




Fig. 6 



The contact maker shown in Fig. 6 is directly connected to the gen- 
erator or may be driven by a synchronous motor. In the latter case the 
curves would not be quite accurate if any departure from strict synchro- 
nism occurred. A disc of hard rubber mounted on the shaft revolves at 
the same angular speed as the generator, if they are directly connected. 
A contact piece of steel is let into the edge of this disc and a steel spring 
bearing on the edge makes a short contact at every revolution. For a 
four-pole alternator two such contact pieces may be used, i8o° apart; 
for a six or a twelve-pole machine three contacts 120° apart; for an eight 
or sixteen-pole machine four contacts 90° apart, etc. Tn practice six con- 
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tacts are so placed in the edge tliat the proper number may be used in 
any case according to the number oi poles of the machine. There are 
two binding posts joined to two brushes on the contact maker which 
serve as points of entrance and of exit of the galvanometer current. At 
the moment of balance, when the galvanometer current is zero, no cur- 
rent is passing through the contact and, therefore, the position of balance 
does not depend on the precise duration or the resistance of the contact. 
An electro-magnet at the side serves to actuate the lever which 
through a ratchet and pawl advances the brush of the contact maker; 
and this is done automatically when the lever is lifted which prints the 
point on the cross-section paper. That is to say, the same stroke which 
prints the point closes a circuit which advances the contact. This advance 
may be one, two. three or more teeth of the ratchet at a step, according 
to the position of the stop; that is. a long or short step may be taken as 
required. 

The teeth of the ratchets of the contact-maker and record cylinder 
are both numbered so that the contact brush and record paper may be 
set at any position desired. In drawing a curve their initial positions are 
noted, and when the curve is finished (supposing it represents the elec- 
tromotive force of the dynamo) the contact brush and record cylinder 
are turned back to their original positions, the switch thrown so as to 
join the potentiometer to the primary current circuit (let us say) and the 
primary current curve is drawn; perhaps then, the secondary current is 
drawn. The difference of phase of these quantities will then appear from 
th^ir relative positions on the cross-section paper. 

The non-inductive resistance AB, Fig. 3, is adjustable so that any 
given current may be drawn to a suitable scale which is chosen in 
advance. For example, currents are drawn to a scale of i. 5. ^o, or any 
desired number of amperes per centimeter, or per inch, and similarly 
electromotive forces with 50, 100, 500 or any desired number of volts per 
centimeter or per inch. So also power curves, magnetic induction curves 
and hysteresis curves are drawn to a known scale. 

:vlagnetic induction curves are not drawn directly, but are derived 
from the electromotive force curves. Writing down from the curve the 
instantaneous values of the electromotive force, and summing them up, 
we get a series of values of the induction wdiich arc laid off upon a strip 
of paper. This is placed upon the curve tracer, and the curve of magnetic 
induction printed on the record sheet, showing its proper phase relation 
to the other curves. 

Hysteresis curves are derived from the curves of current and mag- 
netic induction already made, and inckidc the eddy current loss with the 
hysteresis los^. The curve of current whicli has magnetized the iron 
under investigation is printed on a narrow strip of paper, and attached to 
the end of the record cylinder, at right angles to its position when 
printed. Two persons are required. One sets the pointer attached to 
the carriage upon the first point of the strip of the induction curve, while 
the other, taking the ratchet-wheel in his left hand, sets the cylinder so 
that the first point of the current curve comes directly under a fixed line 
above the cylinder. A point is then printed on the record sheet, when 
the two operators advance to the second points, print a second dot, and 
so on. The result is a closed hysteresis curve. 
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Power curves, like curves of current and electromotive force, are 
drawn directly, while the generator is running. A second potentiometer 
coil similar to that on the curve tracer also has a sliding contact. This 
potentiometer is in series with a non-inductive resistance R\ Fig. 7, and 
carries a current proportional to the electromotive force, the terminals T 
being joined to the dynamo terminals, or to the terminals of the circuit 
of which the power curve is to be drawn. Instead of using a fixed resist- 
ance AB, as in other cases, the resistance whose terminals are AB is 
varied, being in each case proportional to the current at the instant of 
contact. Thi^ is effected bj- having B fixed at the middle of M^N^ and 
moving A to such a point on the spiral that the distance AB is propor- 
tional to the nistantaneous value of the electric current, which should 
have been previously drawn. When the current is negative, A is on the 
right-hand side of B. The difference of potential between AB is pro- 




portional to the distance AB, and also to the current passing through 
the spiral M'N'. Since the former is proportional to I (the current), and 
the latter is proportional to E {the electromotive force), the difference of 
potential AB, and, therefore, of PQ, is proportional to the product IE. 
which is the power. Advancing the contact brush gives a contact at a 
later instant of the phase, when both I and E have changed. Setting the 
contact A to the new value of the current and moving P until a balance 
is obtained, a second point of the power-curve is obtained. Obviously, 
the power curve will cut the zero line whenever the current is zero (for 
then A comes to B), and also whenever the electromotive force is zero 
(for then there is no current in M'N'). It has a positive loop when cur- 
rent and electromotive force are both positive or negative, and a nega- 
tive loop when only one is negative. Thus are power curves accurately 
drawn to a predetermined scale, and the labor of multiplying the corre- 
sponding ordinates of current and electromotive force is avoided. 
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This form of curve tracer is especially suited to purposes of instruc- 
tion and of research, where accurate delineations of alternating current 
curves are desired and where the current and voltage can be maintained 
constant, for a few minutes at least. Some form of oscillograph is better 
adapted to studying effects which are not regularly recurring, or where a 
contact maker cannot be employed. 

A full account of the earlier form of the Rosa curve tracer will be 
found in the '"Physical Review" for January, 1898. together with a number 
i»f curves not here shown. The instrument was hrst described at the 
Buffalo meeting of the American Association for the Advancement of 
Science, in i8q6. and at the Toronto meeting of the British Association 
fi>r the Advancement of Science, in .Xugu^t. 1897. 
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The Curves shown on the following pages are accurately reproduced 
from Curves drawn on the Rosa Curve Tracer 



Plate I 

Curve I is the electromotive force, showing ripples due t<. liarmonics. 
The prominent harmonics in this curve are two of thirteen and fifteen 
times the frequency of the fundamental respectively. Scale n\ the origi- 
nal curve, r inch = 81 volts. 

Curve 11 is the current due to this electromotive force riowing- 
through a coil having large inductance and small resistance (without iron 
core). Scale of original curve, i inch == 2 amperes. 

Curve TH is a power curve, with a positive and negative loop for 
every half wave of the electromotive force and current. The power is 
zero when the curve is zero and also when the electromotive force is zero 
as the curve shows. The negative loop is nearly as large as the positive, 
and the current lags nearly 88^ behind the electromotive f(,rce. The cur- 
rent IS almost entirely free from harmonics, due to the large inductance 
of the circuit. 
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Plate II 



Curve I is tlie electromotive force of the same alternator giving the 
curve of plate i. A condenser of 21 microfarads is joined to the ter- 
minals of the alternator, and this condenser current reacts on the arma- 
ture, strengthening the harmonics. 

Curve IT is the secondary electromotive force in a transformer, of 
which Curve I is the primary electromotive force. 

Curve III is the magnetising current of the transformer; that is, the 
primary current with no load on the secondary. Ripples on this curve 
are due to the harmonics in the impressed electromotive force. 

Curve W is the magnetic induction. Ripples along the sides of this 
curve correspond to the harmonics in the electromotive force. The 
electromotive force is proportional to the slope in this curve, and changes 
in the electromotive force are due to changes in the slope of the induction 
curve. 
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Plate V 

These curves represent the oscillatory discharge of a condenser 
through an mductive circuit, using the same connections as in the curves 
of Plate 4. 

Curve I is the potential difference at the terminals of the condenser, 
and Curve II is the oscillatory discharge. The potential begins to drop 
at the instant the discharge current begins. The first half wave of cur- 
rent not only discharges the condenser but recharges it in the opposite 
direction. The zero points in the current curve coincide with the maxima 
m the potential curve. The frequency is the same as in the charge. 
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E publish the following catalogues and descriptive 
pamphiets of our Electrical Testing Instruments. Any 
of these will be sent on request to those interested. 

THE LEEDS & NORTHRUP CO. 



CATALOGUE 

of Electrical Testing Instruments. 92 Pages 



PAMPHLETS: 

No. I. Resistance Boxes 

No. 2. Potentiometers 

No. 3. Moving Coil Galvanometers 

No. 4. Standard Resistances 

No. 5. Portable Testing Sets and Cable Testing 
Apparatus 

No. 7. High-Grade Keys for Electrical Testing 

No. 8. Self-induction Apparatus 

No. 9. Carey-Foster Bridge 

No. 10. Hoopes' Conductivity Bridge 
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